Report Number |15-42 Eﬂ't'b 05/14/2015 I dlstrlctl 109 by |Loren T Lee él C—plant controller |Rex Manual sn # 1432
plant type|PCC Batch ae plant owner |Bedrock Bill Ha plant location 38351 Hwy 1 Guallala, CA

scale accept.able to!32000 x 20 ! useable scale capacity 32000 | largest noted error, for this scale |1 grad ]
scale number applied total | adjustment; adjusted; )
step applled build-up | applied from total lndlcated actual | error in
number test wei weight | weight last step| __weight weight| error| grads USEABILITY remarks
material type always zero
ﬂ 1 8000 8000 for 1st step 8000
— 2 8000 8000 _ 16000 16000
dragbiaren 3 160008000 24000 24000
W 4 24000 8000 32000 32000
20.0
scale acceptable to 6000 x 5 | useable scale capacity 5000 largest noted error, for this scalelq grad
scale number applied total |adjustment, adjusted )
2 slep applied | build-up|  applied from total| indicated | actual | error in
material type = i weight| _error | _grads| useaBiLITY | remarks
I cement |1 1000 1000 %3 ses| 1000 1000
size 3 4000 4000 4000 4005 j
5 4 6000 6000 6000 6005 1 Acceptable
scale acceptable to 80000 | useable scale capacity largest noted error, for this scale | ]
scale number applied total | adjustment; adjusted .
| sep| _applied puic-up | apolied fom | * totall indicated| actual | error in
number | test wei last st weight| _error | _grads| useaBILITY | remarks
material type always zero
1 4170 4170 for1ststep | 4170/ 4170 VOID
- 2 4170 4170 4170, 4160 VOID
graduation

size

s

scale acceptableto | | useable scale capacity|:—| largest noted error, for this scale| ]

scale number

grads
always zero =]
for 1st ste :

[:] applied total | adjustment; adjusted :
step applied| build-up | applied from total | indicated actual | error in
material type | -numbst! test weight last ste weight| _error USEABILITY | remarks

graduation

Test Notes

INTERLOCKS OK

PRINTER OK

PLANT CERTIFIED FOR STATE USE
SPAN NUMBER 7040

BARTOLOMI SCALE - PAUL




